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Information Update

February 22, 2007
Update #94

1. Clarification:

For drinking water, a total coliform test is required with either a subsequent fecal or E. coli test
performed.

For AZPDES, APP and Reuse, it is permit specific.

e Most AZPDES permits are being reissued as E. coli. ADHS has approved Quantitray in
wastewater, for testing only for those permits that specify E. coli (it does not test for the whole
fecal coliform group).

e The APP regulations have just been changed and new permits can also be issued as E. coli,
rather than fecal.

e At this time, all Reuse permits require fecal coliform only. ADEQ has told us that they will
address this soon.

2. The guidance documents prepared by Lab licensure staffs on the method criteria for 8000C and
7000B/7010A will be posted shortly on ADHS website:
http://www.azdhs.gov/lab/license/tech/infoup.htm

3. Since the rules for licensing of environmental laboratories were approved on December 5, 2006,
several methods have been Director approved. This was necessitated due to some omissions in the
new licensure rules and also some new federal/state regulations. You can access these additional
approved methods on the ADHS website: http://www.azdhs.gov/lab/license/application.htm
and then selecting Part E — List of Director Approved Parameters.

4. All applicable licensure fees are due at the time of renewal which includes the application,
methods and instrumentation, along with Proficiency Testing ($130) and Information Update
($136) fees.

5. Please Note: ADHS rules specifically include the EPA Drinking Water Manual as a reference,

therefore making it legally binding under Arizona adopted rules. When analyzing drinking water
samples, the laboratory must be compliant with the EPA DW Manual as well. When the manual
and the referenced methods conflict, it is advised that the laboratory adopt the more stringent
criteria from the references.
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The following information was taken from the EPA Publication--Methods Update Rule, which can
be accessed @ http://www.epa.gov/waterscience/methods/update2003/mur-pre-pubfinal.pdf

The above rule is projected to be made final in March of 2007, and is enforceable 30 days after
publication.

a. The rule withdraws liquid-liquid extraction (LLE) methods, including EPA Methods 612 and
625, as approved procedures for determination of 1,2-dichlorobenzene, 1,3- dichlorobenzene,
and 1,4- dichlorobenzene (#36, page 17).

b. When any sample is to be shipped by common carrier or sent via the U.S. Postal Service, it
must comply with the Department of Transportation Hazardous Materials Regulations (49
CFR Part 172; (Footnote 3, page 162).

c. An aqueous sample may be collected and shipped without acid preservation. However, acid
must be added at least 24 hours before analysis to dissolve any metals that adsorb to the
container walls (Footnote 19 on page 171). If the sample must be analyzed within 24 hours of
collection, add the acid immediately within 15 minutes of sampling and transport at <6 ° C; for
specifics see footnote 2, page 161.

Procedure to check the heating block temperature: We thought the following information would
be useful to the labs. This is in Section 11.2.3, in the EPA method 552.3 method:

11.2.3 Methylation of the method analytes is accomplished during this step. Careful control of both
reaction time and reaction temperature are critical to method precision and accuracy.(9) Place the
tubes in a heating block (or sand bath) at 50 + 2 °C (for MTBE) or 60 + 2 °C (for TAME) and heat
for 2 hours (£ 10 min). The tubes should fit snugly into the heating block to ensure proper heat
transfer. Verify the reaction temperature by placing a thermometer into a tube containing water
rather than inserting it into the block to ensure an accurate reading. Placing the thermometer directly
in the heating block well or sand bath will give a higher temperature reading than the actual sample
temperature.

Note: Mineral oil can be used in place of water for higher temperature readings.

For wastewater volatile methods, the sorbent materials and conditions can be altered if the IDC
procedures described in the following e-mail is fulfilled.

"Dale Rushneck™ <dale.rushneck@comcast.net> 3/21/2006 8:24 AM >>>
Hi Prabha

I spoke to Marion Kelly and Dick Reding of EPA last week and they suggest that AZDHS allow
alteration of purge-and-trap conditions and materials in wastewater methods for determination of
organic volatiles. Changes in purge-and-trap conditions and materials are not allowed in drinking
water methods.

The concern about altering purge-and-trap conditions and materials, as we discussed week before
last, is that if samples are analyzed by internal standard only, a decrease in recovery will be
compensated by the internal standard and will, therefore, not be detectable. Therefore, any change in
purge-and-trap conditions and materials should be tested using the external standard

technique. EPA provided a set of tests for evaluating purge-and-trap performance in Section 7 of
EPA Method 1624. These tests, or similar tests, should be performed to demonstrate good recovery of
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10.

11.

the analytes under altered purge-and-trap conditions. After good recovery is demonstrated, the initial
precision and recovery tests and other QC tests required by the method should be performed using the
internal or external standard technique specified in the method. The alternate purge-and-trap
conditions and/or materials can be used If all tests are performed and all QC acceptance criteria are
met.

Please call or e-mail if you have further questions.
Dale

dale.rushneck@comcast.net
Phone: 970-223-2013

According to Richard Reding of EPA, the use of a collision cell for 200.8 (wastewater testing only)
should be allowed because it overcomes an interference. The usual conditions apply; i.e., all QC
tests must be performed and all QC acceptance criteria must be met with the collision cell as an
integral part of the method. EPA's Office of Ground Water and Drinking Water is considering
allowance for use of the collision cell but a decision has not yet been made. So, at present, the
allowance applies to wastewater only.

Training: The Arizona Department of Health Services is planning on hosting another DMRQA
Training this year on April 20th, 2007 at the State Health Laboratory located at 250 N. 17th
Avenue.

The course will be taught by ERA and includes an Introduction to DMR-QA, Tests that are
included in the DMR-QA, Technical Overview of Analyses, and DMR-QA Study Pathways. The
Arizona DMRQA Coordinator will be on hand to assist in answering state specific questions
during the Q & A at the end of the course.

There is a fee to attend the course, which will be provided at a later date. In addition, we are
working to have Professional Development Hours offered for the course.

Questions or comments, please contact Kathryn Wangsness at (602) 364-0724 or
wangsnk@azdhs.gov

Please contact Prabha Acharya @ (602) 364-0734 or acharyp@azdhs.gov for any technical or
method related questions. The earlier Information Updates can be accessed @
http://lwww.azdhs.gov/lab/license/tech/infoup.htm
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Information Update

April 13, 2007
Update #95

1. METHOD UPDATE RULE:

a. Guidelines Establishing Test Procedures for the Analysis of Pollutants Under the Clean Water
Act; National Primary Drinking Water Regulations; and National Secondary Drinking Water
Regulations; Analysis and Sampling Procedures, became final on March 12, 2007. This
Method Update Rule can be accessed at:
http://www.epa.gov/fedrgstr/EPA-WATER/2007/March/Day-12/w1073.pdf

b. Clarification- Information Update 94, Item 6.c, which quotes:

An aqueous sample may be collected and shipped without acid preservation. However, acid

must be added at least 24 hours before analysis to dissolve any metals that adsorb to the container
walls (Footnote 19 on page 171). If the sample must be analyzed within 24 hours of collection,
add the acid immediately within 15 minutes of sampling and transport at <6 'c; Jor specifics see
footnote 2, page 161.

This above criteria is applicable to the wastewater methods for metal analysis only, with the
exception of boron, mercury and chromium VI (the applicable parameters are listed under the
mercury line # 36, Table 11 on page 39 of 51, at the above EPA website). For drinking water
preservation requirements, the individual drinking water methods for metal analysis must be
referred.

C. Aqueous samples must be preserved at <6 °C, and should not be frozen unless data demonstrating
that sample freezing does not adversely impact sample integrity is maintained on file and accepted
as valid by the regulatory authority. Also, for purposes of NPDES monitoring, the specification of
“< °C”’ is used in place of the ‘4 °C’’ and ‘‘<4 °C’’ sample temperature requirements listed in
some methods. It is not necessary to measure the sample temperature to three significant figures
(1/100th of 1 degree); rather, three significant figures are specified so that rounding down to 6 °C
may not be used to meet the <6 °C requirement. The preservation temperature does not apply to
samples that are analyzed immediately (Footnote 18 on Page 41 of 51 at the above EPA website):

We were told by EPA that the above preservation temperature refers to the storage of samples
for the applicable wastewater methods only; for drinking water samples, the individual
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meothods must be referred and that the newer DW methods specify preservation at the higher
<6"C.

Allowable method modification for wastewater testing can be found on Page 42, under 136.6.b.
“...an analyst may modify an approved test procedure (analytical method) provided that the
chemistry of the method or the determinative technique is not changed, and provided that the
requirements of paragraph (b)(2) of this section are met.”

Changes between the Proposed Rule and the Final Rule can be found on page 3 of 51, under
2.A.1.D.111.

ADHS Director approval is needed for the new drinking water methods that were not included
in the ADHS’ new rules; a licensed laboratory must send a letter of request to ADHS for
approval.

The above information is provided for information purposes only; the laboratory staff must read
the federal publication in detail and comply with all the specified requirements.

Quanti-tray by IDEXX is approved for E. coli in NPDES wastewater samples in Arizona - see
page 15 of the Part C application on http://www.azdhs.gov/lab/license/application.htm

While Colilert is approved for both Total coliforms and E. coli in drinking water and wastewater,
the Quanti-tray is only approved for E. coli in NPDES samples.

Clarification on ADHS licensure renewal process:

a.

If the changes to the laboratory’s licensed parameters need to be made, like dropping or
adding of the methods, it should be communicated to our office by a letter or by an e-mail to
facilitate the changes to be made in a timely manner.

All effort must be made to send the application forms and checks together in one mail, not as
separate mailings, to make the ADHS office’s administrative process more efficient; it
facilitates the labs to write the correct amount owed on the checks and also eliminates the
possibility of losing one of the correspondence in the mail delivery system.

Fees should be sent in, as a single check for the total sum billed (application and methods fees).
The check amount should not differ from the billed amount unless additional methods are
being added and the fees have been properly revised. The new fees do not have combinations
or maximums, so all removal and addition of methods should be a simple subtraction or
addition of the appropriate fee. Parameter and invoices are reviewed internally before being
mailed.

EPA has approved Konelab’s total cyanide analysis for drinking water and wastewater programs;
see EPA’s letter to EST Analytical which is attached.
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For SM2540C and SM2540D methods, it is acceptable to use Class A graduated cylinders in place
of pipets for measuring the sample aliquots. This was confirmed by a communication with EPA.

ELAC subcommittee is in the process of updating Data Qualifiers rev 2.0. If you have any
suggestions, please send an e-mail to acharyp@azdhs.gov .

Training:

a. A DMRQA Training Seminar is being held at the ADHS Public Conference room on April 20,
2007. The training is being presented by ERA with facilitation by the DMRQA State
Coordinator. The fee for the training is $150 per registrant payable to ERA and individuals
attending may earn 6 PDH credits from ADEQ. Questions concerning the training may be
directed to ERA or to Kathryn Wangsness at (602) 364-0724 or wangsnk@azdhs.gov

b. Save the date for BOD Workshop, June 26, 2007, an all day workshop at the State Lab
Conference room. Details will follow.

Please contact Prabha Acharya @ (602) 364-0734 or acharyp@azdhs.gov for any technical or
method related questions. The earlier Information Updates can be accessed @
http://lwww.azdhs.gov/lab/license/tech/infoup.htm
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§ UNITED STATES ENVIRONMENTAL PROTECTION AGENCY
%M 8 WASHINGTON, D.C. 20460
4?4{ mo‘ﬁ;ﬂg
OFFICE OF

. A
FEB 13 2007 HATER

Larry Anderson

Konelab/AquaKem Product Manager

EST Analytical

503 Commercial Drive
Fairfield, Ohio 45014

RE: ATP Case Nos. D06-0001 and N06-0001

We are pleased to inform you that in the judgement of our technical staff, EST Analytical
Method EST-DW CN SM4500-E [Revision Date 01/30/07] is an acceptable version of Standard
Method 4500 CN™ C followed by Standard Method 4500 CN'E (Total Cyanide after Distillation
followed by Colorimetric Method). Accordingly, EST Method EST-DW CN SM4500-E,
Revision Date 01/30/07 may be used for the determination of total cyanide in drinking water and
wastewater compliance monitoring performed under National Primary Drinking Water
Regulations (NPDWR) and the National Pollutant Discharge Elimination System (NPDES).
Method EST-DW CN SM4500-E uses discreet analysis to determine total cyanide in a manner
similar to the approved Standard Methods referenced above. A sample is subjected to a manual
reflux-distillation procedure in which cyanide as hydrocyanic acid (HCN) is released from
cyanide complexes and absorbed in a sodium hydroxide solution. The cyanide ion in the
absorbing solution is converted to cyanogen chloride by reaction with chloramine-T that
subsequently reacts with pyridine and barbituric acid to form a red-colored complex which is
measured colorimetrcally.

We appreciate your interest in the development of environmental monitoring methods. If
you have any questions regarding the review of this alternate test procedure (ATP Case No's
D06-001 and N06-0001), please contact Lem Walker at walker.lem@epa.gov or at 202-566-1077
for wastewater or Steve Wendelken at wedelken.steve@epa.gov or at 513-569-7941 for drinking
water.

Internet Address (URL) @ htip//www.epa.gov
Recycled/Recyclable @ Printed with Vegetabie Oil Based Inks on 100% Postconsumer, Process Chiorine Free Recycled Paper



Sincerely,

Lemuel Walker Steven C. Wendelken, Ph.D.

ATP Coordinator ATP Coordinator

Engineering and Analysis Division (4303 T) Technical Support Center (MS-140)
Engineering and Analytical Support Branch Office of Ground Water and Drinking Water
cc:

USEPA Regional Administrators (all Regions)
Quality Assurance Managers (all Regions)

ATP Coordinators (all Regions)

Water Management Division Directors (all Regions)
Gregory J. Carroll, USEPA, OGWDW

Danielle Carter, CSC, SCC
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Information Update

May 25, 2007
Update #96

1. PLEASE NOTE:

Beginning immediately the on-site surveyors will perform a certain percentage of audits as
unannounced audits. Once on-site, the auditors will initially concentrate on the bench work and
lab workbooks (areas that have shown to be a common laboratory documentation problem) then
the audit will continue to be performed as usual and lasting for the same amount of time as
previous ones, granted that the scope of accreditation and laboratory workload remains the same.
If you have any questions, please feel free to contact Barbara Escobar, Environmental Program
Manager at 520-903-1620 or at escobab@azdhs.gov

2. Method Update Rule (3/12/2007) related items:
a) Corrections:

Information Update 94, item 6.c and Update 95, item 1.b should read as:
“An aqueous sample may be collected and shipped without acid preservation. However, acid
must be added at least 24 hours before analysis to dissolve any metals that adsorb to the
container walls (Footnote 19 on page +#% 41). If the sample must be analyzed within 24
hours of collection, add the acid immediately within 15 minutes of sampling and-transpert-at
<6-"C; for specifics see footnote 2, page 161 40.”

The strike- outs denote “to remove” and the underlines denote “to add”.

b) Removal of interferences and preservation in wastewater samples for cyanide testing:

From a communication with an EPA Contractor for wastewater methods, the following
information was gathered:

1) If sulfide is not present in samples, then preserve the samples with NaOH within 15
minutes of sampling in the field, refrigerate and analyze within 48 hours.

2) To extend the holding time to 14 days or if sulfide is present:
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4.

d)

i. The samples must be treated for the interferences present and preserved within
15 minutes of sampling in the field and transported to the laboratory.

ii. The labs must work with the dischargers in advance and determine the
interferences present in a particular discharge ahead of sampling so that the
samples can be treated with chemicals to remove those interferents and
preserved within 15 minutes of sampling with NaOH in the field.

Hexavalent chromium:

Responses to questions that Engineering and Analysis Division (EAD) has received
concerning the holding times for hexavalent chromium (**chromium 6'*) for wastewater
testing in the method update rule (MUR) can be found on the ADHS website:

http://www.azdhs.gov/lab/license/tech/infoup.htm

Flexibility to Modify CWA Methods - Automated Methods

Letter from EPA referencing the Method Update Rule published March 12, 2007 (72 FR
11200) that allows automation of already approved methods under the Clean Water
Act. Following are a list of discrete analyzers that fall into this category and the EPA
letters sent to the vendors. This can be found on the ADHS website:

http://www.azdhs.gov/lab/license/tech/infoup.htm

Frequently asked gquestions about the Methods Update Rule:

This can be accessed @ http://www.epa.gov/waterscience/methods/

Wastewater and Sewage Sludge, Final Rule (3/26/2007) related items:

a)

b)

This rule can be accessed @
http://www.epa.gov/fedrgstr/EPA-WATER/2007/March/Day-26/w1455.pdf

E.coli MPN/100ml could be determined using Colilert (24 hr) or Colilert-18 (18 hr) media
with Quanti-Tray or Quanti-Tray 2000.

E.coli MPN/100ml could be determined using 9221F for non-AzPDES / NPDES samples
only.

For AzPDES / NPDES samples, Method 9223B must be used. The communication with
EPA states the following:

Prior to 26 March 2007, there were no approved methods for E. coli in wastewater (please see
footnote 28 of older versions of the FRN). SM 9221F was thus only approved for use in
ambient recreational waters. Please use SM 9223B, since this method has been validated in
wastewater.

Readycult VVersion 1.1:
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Readycult® Coliforms 100 Presence/Absence Test for Detection and Identification of Coliform
Bacteria and Escherichia coli in Finished Waters, January 2007, Version 1.1 method was Director
Approved for drinking water testing.

The list of Arizona commercial labs licensed for drinking water testing with the corresponding
licensed parameters can be found at the following ADHS website:

http://www.azdhs.gov/lab/license/env.htm

Please contact Prabha Acharya @ (602) 364-0734 or acharyp@azdhs.gov for any technical or
method related questions. The earlier Information Updates can be accessed @
http://lwww.azdhs.gov/lab/license/tech/infoup.htm
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Information Update

November 02, 2007
Update #97

1. The office continues to perform unannounced routine audits, which was initiated in June, 2007. The
goal is to visit the laboratory to see the normal operation on any given day when the compliance testing
is being analyzed. Although a laboratory director, quality assurance officer or key analyst may not be
present, if compliance testing is being performed, then there must be an assigned/designated person who
should be capable of providing information relevant to their duties during an on-site visit.

The surveyors will begin with the review of the laboratory bench documentation so an entrance
interview may be delayed. Although not all inclusive, following is an example of an order of review:

i. Daily temperature log records for refrigerators, freezers, incubators, ovens, etc. Some of the records
may be on the analytical worksheets, particularly for residue, digestions or BOD analyses.

ii. Daily balance log records, including monthly and annual re-certifications.

iii. pH, turbidity, conductivity, etc. meter calibrations and documentation.

iv. Standard traceability, especially for those standards that are made up frequently.

v. Selection of compliance data for review. Since it is unannounced, recent data that has been
completed is acceptable. Depending on the scope of accreditation, one or two samples per licensed

method should be sufficient.

vi. Request to provide current SOP, QAP and CHP for review. It is desired that the laboratory provide
copies of the documents on a CD so that the surveyor may keep for later review.

vii. If a key analyst is not available to discuss a particular method and no one else is familiar with it, the
surveyor might request that the analyst provide the information, particularly electronic data, on their
return.

If you have any questions or concerns please contact the Environmental Program Manager, Barbara
Escobar at escobab@azdhs.gov or at 520-903-1620.

2. The Arizona Data qualifiers Revision 3.0 :
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The updated version is ready to be implemented. You can access the files on the ADHS website
http://www.azdhs.gov/lab/license/tech/infoup.htm. You will notice that there are two files, AZ Data
Qualifiers Rev 3.0 (changes in color) and AZ Data Qualifiers Rev 3.0 (clean copy). As the titles
suggest, one is color coded for easier tracking of changes from the previous revision and the other is a
clean copy. The guidelines from ADEQ for implementation are copied below:

ELAC’s technical subcommittee for data qualifiers has developed AZ Data Qualifiers Revision 3.0 to be
used when qualifying analytical results for use in Arizona. The technical subcommittee is comprised of
Arizona Department of Environmental QA (Quality Assurance) Unit, Arizona Department of Health
Services-Office of Laboratory Licensure, Certification and Training, and representatives from both
private and municipal Arizona environmental laboratories.

Originally, the purpose for developing a standardized set of data qualifiers was to assist ADEQ project
managers in assessing data quality and standardize entries into ADEQ’s databases. The ELAC technical
subcommittee endeavored to ensure that each data qualifier was succinct and narrow in scope to
eliminate broad or multiple interpretations when assessing the impact on data. The subcommittee has
continued the effort with revision 3.0 of the qualifiers and has fine tuned a few parameters based on
minor method changes and feedback from laboratories utilizing the qualifiers.

Data submitted to ADEQ since January 1, 2001 have required designating using the Arizona Data
Qualifiers. Laboratories may begin using Revision 3.0 qualifiers immediately but should completely
incorporate Revision 3.0 by January 1, 2008.

Because the data qualifiers are specific, there may be multiple qualifiers assigned to each analytical
result. Any events that cannot be described by the data qualifiers must be documented in a case
narrative which must be included with the final report. Using the Arizona Data Qualifiers does

not automatically qualify the data as acceptable to the Agency.

Director Approval:

ADHS has Director Approved to add n-hexane to the target analyte list of SW 846 Method 8260B in
response to a request by Jeanene P. Hanley, Tanks Programs Division, Corrective Actions Section,
ADEQ. The laboratories interested in adding n-hexane to their 8260B license must send a written
request to the licensure office; there will be no additional charge for adding n-hexane.

ADEQ would like a PQL of 55 mg/kg, since the SRL for both residential and non-residential is 110
mg/kg. The same applicable QC criteria specified in the referenced method must be applied for the
analysis of hexane.

We were informed by Julie Hoskin of ADEQ that the method 8015AZ remains as a compliance testing
for the hydrocarbon ranges; it was the TPH which was removed from the Soil Remediation Levels.

Procedures to determine Composite sample result for VOC analysis:

When a permit is issued with the following statement for VOCs: “Samples for Volatile Organic
Compounds must be collected as 4 discrete samples and composited per approved methods by the
laboratory running the analyses”, there are two options available:

i. Results of analyses of 4 individual composite samples may be averaged to produce a "composite.”
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ii. Alternatively, grab samples may be collected in the field and composited in the laboratory if the
compositing procedure produces results equivalent to results produced by arithmetic averaging of the
results of analysis of individual grab samples. For examples of laboratory compositing procedures,
see EPA Method 1664A (oil and grease) and the procedures at 40 CFR 141.34(f)(14)(iv) and (v)
(volatile organics).

Please see the footnote 2 on Table Il, on page 40 of the document (Federal Register page 11238), in the
Methods Update Rule (http://www.epa.gov/fedrgstr/EPA-WATER/2007/March/Day-12/w1073.pdf) for
more details.

“Dissolved” parameters (as communicated by the EPA Contractor for wastewater testing):

The time frame for filtering samples for dissolved metals, sulfide, phosphorous and other dissolved
parameters is 15 minutes. Samples must be filtered within 15 minutes of collection. Footnote 4 to Table
I1, in the Methods Update Rule, allows a discharger/permittee to hold a sample for a longer period only
if the permittee or monitoring laboratory has data on file to show that, for the specific types of samples
under study, the analytes are stable for the longer time, and has received a variance from the Regional
Administrator under § 136.3(e).

The objective is to prevent inter-conversion between suspended and dissolved forms of the metal or
other parameter. Holding the sample for hours may allow the inter-conversion unless it is demonstrated
not to.

The answer is to have the manufacturer of the discrete sampler include filtration in sample collection so
that each sample (or the composite) is filtered as it is collected. EPA's Method 1669 Sampling Guidance
has procedures in it for filtering samples for metals during collection.

Chemstation “bug’:

We were notified by a licensed lab to be aware of a problem with the Chemstation software;

“....the Organics Manager... installed Chemstation G1701EA E.01.01.335 on 08/21/07 and noticed a
bug in the software on 10/18/07 that causes previous method saves to be discarded. Apparently it's
related to the "user interface” (the Edit Compounds window that you use to evaluate the initial
calibration). The "E" version of the software has a new user interface, which appears to be helpful, but
Agilent hasn't worked out all the bugs. Kerri's provided two files where you can see the problem. The
first page in file ENVQ.pdf shows the method saved on 10/08/07, but when you close the program and
re-open the method, the second page in the pfd shows that the method is saved on the original date
09/25/07...but with the data from 10/08/07. It appears that the data in the method would be correct,
until you look at the curve reports, shown in ENVQ2.pdf. Kerri contacted Agilent and received
instructions to change the software back to the old user interface, and as far as we can see, it operates
correctly with this change. We've made sure to document all of these problems, but thought it might be
helpful to notify ADHS about these activities.”

Laboratory’s licensed parameters search feature on ADHS website:

The Office of Laboratory Services now has the option of finding licensed laboratories in all licensable
programs by going to http://www.azdhs.gov/lab/license/index.htm or
http://www.azdhs.gov/lab/license/env.htm and selecting Arizona List of Licensed Laboratories with

Parameters. There is a security alert, which you click “OK” and it will take you to the search

Page 4 of 5


http://www.epa.gov/fedrgstr/EPA-WATER/2007/March/Day-12/w1073.pdf
http://www.azdhs.gov/lab/license/index.htm
http://www.azdhs.gov/lab/license/env.htm

10.

11.

page. Searches may be conducted by “State”, “Program”, “EPA Method”, or a combination of any of
the three. The information on the web page is updated every 24 hours.

i. State, Program, EPA Methods — The default is all states, programs, and methods. If you click on the
arrow button, you will see a list of state abbreviations that have Arizona licensed laboratories, or a
list of programs, or a list of currently licensed methods. Select the criteria you are searching for and
then click on “Get Facility List” and a list will be created. Laboratories are organized alphabetically
by city and then state.

ii. Once you have a facility list, click the “Select” option next to the laboratory name which you would
like to review further. Scroll down the screen and the laboratory’s license number, address, phone
number, type and which programs the lab is licensed in will appear.

iii. If you wish to review the parameter list for the selected laboratory, click on “Get Parameters” and
the laboratory’s list of certified parameters will appear.

iv. If the laboratory’s list of parameters is greater than 10, you will see an option for multiple pages
(1,2,3,...) or you can select “De-Activate Parameter Grid Paging” and get the complete list on one

page.

Your input is requested:

The Office of Laboratory Services has been given an opportunity to discuss with ADHS IT staff the
possibility of having an interactive Environmental Laboratory Licensure Application on our

website. This is in the preliminary stages and in order to provide the best possible information to our IT
Office, Laboratory Services would like to obtain information from the laboratory community on what
features would be necessary, beneficial or nice to have for filling the application on-line.

What types of functions would you like to see available if we provided the opportunity to fill out the
application and method additions/deletions on-line? Examples of other state on-line applications that
you find easy to use or helpful, please let us know about.

Please e-mail responses to wangsnk@azdhs.gov or fax (602) 364-0759. Thank you.

Correction:
In the Information Update 87, it was erroneously stated that the MDL studies were not required for COD
analysis; MDL studies are required.

Please contact Prabha Acharya @ (602) 364-0734 or acharyp@azdhs.gov for any technical or method
related questions. The earlier Information Updates can be accessed @
http://www.azdhs.gov/lab/license/tech/infoup.htm
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